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Background 

Right ventricular (RV) function is important in many 
disease states, but is difficult to quantify from routine 
MR imaging. Previous work has shown that long-axis 
deformation/strain is the most critical contributor to 
global RV function; however, short-axis datasets allow 
for better coverage of the RV. Thus it would be ideal to 
be able to quantify RV long-axis function using short- 
axis slice orientations. We hypothesized that a stack of 
three-dimensional (3D) displacement encoded (DENSE) 
images could reliably quantify longitudinal deformation 
of the RV to overcome the need for acquiring additional 
long-axis views of the RV. 

Methods 

A contiguous stack of cine short-axis DENSE images 
encompassing the entire RV was acquired with 3D 
encoding in eight healthy volunteers (Age: 27 ± 3 years) 
using a 3T Siemens Tim Trio scanner. Endo- and epi- 
cardial boundaries were manually drawn on each image 
to generate a 3D reconstruction of the RV myocardium 
(Figure 1). The measured displacement field was used to 
deform the mesh and longitudinal strains were com- 
puted at every point throughout the volume. For com- 
parison to the short-axis stack with 3D encoding, a 
standard four-chamber DENSE image with two-dimen- 
sional in-plane displacement encoding was acquired. 
Similar to the 3D analysis, a mesh was deformed using 
the measured displacements and was subsequently used 
to determine longitudinal RV strain values. For compari- 
son with the four-chamber data, only short-axis points 
lying within the four-chamber imaging slices were used 
to compute peak longitudinal strain (grey in Figure 1). 
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All strains were compared using a two-tailed paired 
t-test. 

Results 

Right ventricular longitudinal strains derived from short- 
axis 3D DENSE images (-20 ± 4%) were comparable to 
values obtained from four-chamber images (-16 ± 2%) 
(p = 0.14). In addition to obtaining information solely at 
the four-chamber/short-axis intersection, we computed a 
global RV longitudinal strain of -17 ± 2% from 3D DENSE 
data (p = 0.64 relative to four-chamber only). Bland Alt- 
man analysis yielded a non-significant bias of 3 ± 11% 
between four-chamber and short-axis longitudinal strain 
estimates (Figure 2). 
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Figure 1 Three-dimensional reconstruction of the right 
ventricle from short-axis cine DENSE images. Longitudinal strains 
derived from three-dimensional DENSE were compared to strains 
derived from a standard four-chamber (4 ch) image at the 
overlapping mesh elements (grey region). 



O 



© 201 4 Suever et al.; licensee BioMed Central Ltd. This is an Open Access article distributed under the terms of the Creative Commons 
■j- HH j r*ontral Attribution License (http://creativecommons.Org/licenses/by/2.0), which permits unrestricted use, distribution, and reproduction in 
DIOIYIwH v-trl III dl an y medium, provided the original work is properly cited. The Creative Commons Public Domain Dedication waiver (http:// 

creativecommons.org/publicdomain/zero/1.0/) applies to the data made available in this article, unless otherwise stated. 



Suever et al. Journal of Cardiovascular Magnetic 
Resonance 2014, 16(Suppl 1):P52 
http://www.jcmr-online.com/content/16/S1/P52 



Page 2 of 2 





RV Longitudinal Strain 


20 










+1 1.0 




b 10 


• 




SA 


• • 3.3 




0 

o 


• • 

• • 

-11.0 




-10 








-20 -18 -16 




Mean Strain (%) 


Figure 2 Bland-Altman analysis revealed a non-significant bias 
of 3.3% with short-axis (SA) longitudinal strain values being 
larger than those derived from the four-chamber (4 ch) 


images. 
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Conclusions 

We have demonstrated that short-axis 3D DENSE ima- 
ging allows for accurate characterization of right ventri- 
cular longitudinal strain compared to a standard long- 
axis four-chamber acquisition which is typically used to 
look at RV function. In addition, 3D DENSE acquired in 
a short-axis orientation allows for more complete cover- 
age of the RV compared to acquisitions based on long- 
axis image planes. It is likely that the more complete 
assessment of RV function provided by 3D DENSE 
could potentially improve upon the accuracy, reproduci- 
bility and prognostic ability of common echocardio- 
graphic techniques such as the tricuspid annular plane 
systolic excursion (TAPSE), but future work will need to 
investigate this. 
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